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DIATHERIX Laboratories, Inc. 
601 Genome Way – Suite 4208 

Huntsville, Alabama 35806 
CLIA ID Number: 01-D1085737 

 
DIATHERIX Laboratories is located in the Hudson Alpha Institute 

for Biotechnology in Cummings Research Park 
 

Chief Executive Officer and Chairman:  Dennis Grimaud 
Medical Director:      Frank Honkanen, M.D. 
President and COO:     Randy Ward, M.T. (ASCP) 
Technical Supervisor:      Rebecca Miller, M.S. 
 

Hours of Operation: DIATHERIX Laboratories is open from 8:00 am to 
5:30 pm CST Monday through Friday and 8:30 am to 5:00 pm CST on 
Saturday. 
 
Client Services: 256-327-0699, Option Ø  
Toll free: 866-979-4242  
Fax: 256-327-0984  
Hours of Operation:  
8:00 am to 5:30 pm CST Monday through Friday 
8:30 am to 5:00 pm CST Saturday 
 
Billing Department: 256-327-0699, Option 1 
Toll free: 866-829-1854 
Fax: 256-327-5259 
Hours of Operation:  
8:00 am to 5:00 pm CST Monday through Friday 
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DIATHERIX Laboratories MISSION 

 
 

The mission of DIATHERIX Laboratories, Inc (DLI) is to provide personalized 
diagnostic services to physicians and the medical community through our award 
winning multiplex molecular diagnostic technologies that link diagnostics to 
therapeutics. 
Our focus on personalized medicine through unique diagnostic services will assist 
physicians in a new standard of quality patient care. 
 
 The strategy we use to accomplish our mission has four main components: 

1) Responding to customer needs 
2) Providing physicians and patients with diagnostic services through 

technology innovation 
3) Being a technology thought leader in disease detection, management and 

health services 
4) Continuing education of our employees and healthcare providers 

This strategy assures that we can and do support the very latest in 
molecular methods, starting with nucleic acid multiplexing for the identification of 
specific disease to drug resistance. We are committed to offering the most sensitive 
and accurate molecular multiplexing diagnostic laboratory services to the 
healthcare industry through hospitals and physicians.   

Our strategy will position DIATHERIX as the leading clinical laboratory in 
the field of multiplexing for the identification of disease. What we do makes a 
difference. 
 
 
Dennis L. Grimaud  
Chief Executive Officer  
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HELPFUL HINTS FOR SUBMITTING SPECIMENS 
 

Information for completing the requisition and preparing the specimen: 
 
¶ Be sure the blue top specimen tube has sufficient volume of media in the 

bottom. The fluid level should be just below the “1” mark on the tube. 

¶ The specimen (transfer tube) must be labeled with at least the patient’s 
name or the specimen will be rejected. This name must match the name on 
the requisition. 

¶ The specimen cannot be over 5 days old when received at DIATHERIX 
Laboratories or it will be rejected. 

¶ Read all instructions for collecting or shipping a sample before beginning 
the collection.  

¶ Write legibly and provide all the necessary information on the requisition.  

¶ Wounds should be cleaned with sterile gauze and sterile saline to remove 
any ointment before the sample swab is collected. 

¶ The Specimen Type refers to the type of specimen sent, such as a swab, a 
wash, an aspirate and so forth. The Specimen Type should be written on 
the requisition. 

¶ The Specimen Source refers to the origin of the specimen, such as nasal, 
wound, nasopharyngeal, bronchial and so forth. The Specimen Source 
should be written on the requisition.  

¶ DISCARD THE SWAB when you are finished inoculating the media in the 
blue top tube. DO NOT BREAK OFF THE SWAB AND LEAVE IT IN THE TUBE. 
This applies to both the standard swab and the nasopharyngeal swab.  

¶ Wipe away any excess liquid on the tube threads and screw the top down 
tightly on the tube. 

¶ More than one biohazard specimen bag (containing one sample) can be put 
in the small shipping box. The box will hold several sample bags. More than 
one small box can fit in the Clinical Pak.  

¶ If DIATHERIX is billing the patient’s insurance, include the billing 
information and attach a copy of the front and back of the patient’s 
insurance card. The ordering physician must furnish at least one ICD-9 code 
on the requisition.  
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Staphylococcus Differentiation Panel Information  
 
Staphylococcus Differentiation Panel 
The Staphylococcus Differentiation Panel detects molecular targets that identify the 
following: 
  

MRSA - Methicillin resistant Staphylococcus aureus 

Staphylococcus aureus 

Panton-Valentine leukocidin (PVL) gene 

 Methicillin resistant coagulase negative Staphylococcus 

Coagulase negative Staphylococcus 

Staphylococcus epidermidis 
 
Antibiotic Resistances:    
   Aminoglycoside resistance 
   Cephalosporin resistance 
   Erythromycin/Clindamycin resistance 
   Methicillin resistance 
   Tetracycline resistance 
   Vancomycin resistance  

 

Specimen requirements for Staphylococcus Differentiation Panel: 
The specimen should: 

1. Arrive in a biohazard specimen bag properly sealed.  
2. Be accompanied by a completed, legible DLI Laboratory Request.  
3. Have been transported to the lab according to transport instructions.  
4. .Ŝ ƭŀōŜƭŜŘ ǿƛǘƘ ŀ ƳƛƴƛƳǳƳ ƻŦ ǘƘŜ ǇŀǘƛŜƴǘΩǎ name. The identification on the 

requisition must match the identification on the specimen.  
5. Be intact, in the proper container and not leaking.  
6. Be an appropriate specimen for the test requested. 
7. Not be more than 5 days old when received at DLI. 

If there are any problems that prevent testing of the specimen, the client will be contacted as 
soon as possible to resolve the issue.  
 

Specimens for Staphylococcus Differentiation Panel: 

1. Nasal Swab (Standard) collection and transportï see instructions on page 13 
2. Wound/Infection Swab collection and transportï see instructions on page 14 
3. Synovial Fluid, Urine and Blood Culture transportï see instructions on pg15 
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Infectious Disease Panel Information 

The Infectious Disease Panel detects molecular targets that identify the following: 
 
Acinetobacter baumannii    Klebsiella pneumoniae 
Enterobacter aerogenes     Proteus mirabilis 
Enterobacter cloacae     Pseudomonas aeruginosa 
Enterococcus faecalis     Serratia marcescens 
Enterococcus faecium     Stenotrophomonas maltophilia 
Escherichia coli      Streptococcus pyogenes (Group A) 
 
MRSA - Methicillin resistant Staphylococcus aureus 

Staphylococcus aureus 

Panton-Valentine leukocidin (PVL) gene 

 Methicillin resistant coagulase negative Staphylococcus 

Coagulase negative Staphylococcus 

Staphylococcus epidermidis 
 
Antibiotic Resistances:    
   Aminoglycoside resistance 
   Cephalosporin resistance (Staphylococcal) 
   Erythromycin/Clindamycin resistance 
   Methicillin resistance (Staphylococcal) 
   Tetracycline resistance 
   Vancomycin resistance  

 

Specimen requirements for Infectious Disease Panel: 
The specimen should: 

1. Arrive in a biohazard specimen bag properly sealed.  
2. Be accompanied by a completed, legible DLI Laboratory Request.  
3. Have been transported to the lab according to transport instructions.  
4. .Ŝ ƭŀōŜƭŜŘ ǿƛǘƘ ŀ ƳƛƴƛƳǳƳ ƻŦ ǘƘŜ ǇŀǘƛŜƴǘΩǎ ƴŀƳŜΦ ¢ƘŜ ƛŘŜƴǘƛŦƛŎŀǘƛƻƴ ƻƴ ǘƘŜ 

requisition must match the identification on the specimen.  
5. Be intact, in the proper container and not leaking.  
6. Be an appropriate specimen for the test requested. 
7. Not be more than 5 days old when received at DLI. 

If there are any problems that prevent testing of the specimen, the client will be contacted as 
soon as possible to resolve the issue.  

 

Specimens for Infectious Disease Panel: 

1. Wound/Infection Swab collection and transport ï see instructions on page 14 

2. Synovial Fluid, Urine and Blood Culture transportï see instructions on pg15 
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Viral Respiratory Panel Information 
 
Viral Respiratory Panel 

The Viral Respiratory Panel detects molecular targets that identify the following: 
 
Adenovirus types 3, 4, 7, 21    
Coxsackievirus/Echovirus          
Human metapneumovirus       
Influenza A - Human influenza 
Influenza A - H1N1-09      
Influenza B        
Parainfluenza virus type 1,2,3,4         
Respiratory syncytial virus A      
Respiratory syncytial virus B      
Rhinoviruses  
 

Specimen requirements for Viral Respiratory Panel: 
The specimen should: 

1. Arrive in a biohazard specimen bag properly sealed.  
2. Be accompanied by a completed, legible DLI Laboratory Request.  
3. Have been transported to the lab according to transport instructions.  
4. .Ŝ ƭŀōŜƭŜŘ ǿƛǘƘ ŀ ƳƛƴƛƳǳƳ ƻŦ ǘƘŜ ǇŀǘƛŜƴǘΩǎ ƴŀƳŜΦ ¢ƘŜ ƛŘŜƴǘƛŦƛŎŀǘƛƻƴ ƻƴ ǘƘŜ 

requisition must match the identification on the specimen.  
5. Be intact, in the proper container and not leaking.  
6. Be an appropriate specimen for the test requested. 
7. Not be more than 5 days old when received at DLI. 

If there are any problems that prevent testing of the specimen, the client will be contacted as 
soon as possible to resolve the issue.  
 
Specimens for Viral Respiratory Panel: 

1. Nasal Swab (Standard) collection and transport ï see instructions on page 13 
2. Nasopharyngeal Swab collection & transport procedure ï see instructions on 

page 16 

3. Nasopharyngeal Wash or Bronchial Aspirate transport procedure ï see 

instructions on page 17 
4. Sputum specimen transport procedure - see instructions on page 18 
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Bacterial Pneumonia Panel Information 

Bacterial Pneumonia Panel 
The Bacterial Pneumonia Panel detects molecular targets that identify the following: 
 
Acinetobacter baumannii 
Bordetella pertussis 
Chlamydophila pneumoniae    
Haemophilus influenzae  
Klebsiella pneumoniae     
Legionella pneumophila  
MRSA  
Mycoplasma pneumoniae    
Neisseria meningitidis 
Pseudomonas aeruginosa     

Staphylococcus aureus   

Streptococcus pneumoniae   

Streptococcus pyogenes (Group A) 
       

Antibiotic Resistances:    
  Aminoglycosides resistance 
  Cephalosporin resistance (Staphylococcal) 
  Erythromycin/Clindamycin resistance 
  Methicillin resistance (Staphylococcal) 
  Tetracycline resistance 
            

Specimen requirements for Bacterial Pneumonia Panel: 
The specimen should: 

1. Arrive in a biohazard specimen bag properly sealed.  
2. Be accompanied by a completed, legible DLI Laboratory Request.  
3. Have been transported to the lab according to transport instructions.  
4. .Ŝ ƭŀōŜƭŜŘ ǿƛǘƘ ŀ ƳƛƴƛƳǳƳ ƻŦ ǘƘŜ ǇŀǘƛŜƴǘΩǎ ƴŀƳŜΦ ¢ƘŜ ƛŘŜƴǘƛŦƛŎŀǘƛƻƴ ƻƴ ǘƘŜ 

requisition must match the identification on the specimen.  
5. Be intact, in the proper container and not leaking.  
6. Be an appropriate specimen for the test requested. 
7. Not be more than 5 days old when received at DLI. 

If there are any problems that prevent testing of the specimen, the client will be contacted as 
soon as possible to resolve the issue.  
 

Specimens for Bacterial Pneumonia Panel: 
1. Nasopharyngeal Swab collection & transport procedure ς see instructions on page 16 

2. Nasopharyngeal Wash or Bronchial Aspirate transport procedure ς see instructions on 
page 17 

3. Sputum specimen transport procedure - see instructions on page 18 
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Respiratory Infections Panel Information 

Respiratory Infection Panel 
The Respiratory Infection Panel detects molecular targets that identify the following: 
 
Adenovirus types 3, 4, 7, 21  Acinetobacter baumannii 
Coxsackievirus/Echovirus    Bordetella pertussis 
Human metapneumovirus    Chlamydophila pneumoniae    
Influenza A - Human influenza  Haemophilus influenzae  
Influenza A - H1N1-09   Klebsiella pneumoniae     
Influenza B     Legionella pneumophila  
Parainfluenza virus type 1,2,3,4  MRSA  
Respiratory syncytial virus A  Mycoplasma pneumoniae    
Respiratory syncytial virus B  Neisseria meningitidis 
Rhinoviruses     Pseudomonas aeruginosa     

      Staphylococcus aureus   

      Streptococcus pneumoniae   

      Streptococcus pyogenes (Group A)  

    
        Antibiotic Resistances:    
          Aminoglycosides resistance 
           Cephalosporin resistance (Staphylococcal) 
          Erythromycin/Clindamycin resistance 
          Methicillin resistance (Staphylococcal) 
         Tetracycline resistance 
            

Specimen requirements for Respiratory Infections Panel: 
The specimen should:  

1. Arrive in a biohazard specimen bag properly sealed.  
2. Be accompanied by a completed, legible DLI Laboratory Request.  
3. Have been transported to the lab according to transport instructions.  
4. Be labeled with a minimum of ǘƘŜ ǇŀǘƛŜƴǘΩǎ ƴŀƳŜΦ ¢ƘŜ ƛŘŜƴǘƛŦƛŎŀǘƛƻƴ ƻƴ ǘƘŜ 

requisition must match the identification on the specimen.  
5. Be intact, in the proper container and not leaking.  
6. Be an appropriate specimen for the test requested. 
7. Not be more than 5 days old when received at DLI. 

If there are any problems that prevent testing of the specimen, the client will be contacted as 
soon as possible to resolve the issue.  
 

Specimens for Respiratory Infections Panel: 

1. Nasopharyngeal Swab collection & transport procedure ς see instructions on page 16 

2. Nasopharyngeal Wash or Bronchial Aspirate transport procedure ς see instructions on 
page 17 

3. Sputum specimen transport procedure - see instructions on page 18 
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HPV (Human Papillomavirus) Typing Panel Information 
 
HPV (Human Papillomavirus) Typing Panel 
The HPV Typing Panel detects molecular targets that identify the following HPV 
(Human Papillomavirus) types: 

 
 
High Risk types: 
16, 18, 26, 31, 33, 35, 39, 45, 51, 52, 53, 56, 58, 59, 66, 67, 68, 69, 70, 73, 82/IS39 
 
 
Low Risk types: 

6, 11, 42, 44 
 
 
 

Specimen requirements for HPV (Human Papillomavirus) Panel 
The specimen should: 

1. Arrive in a biohazard specimen bag properly sealed.  
2. Be accompanied by a completed, legible DLI Laboratory Request.  
3. Have been transported to the lab according to transport instructions.  
4. .Ŝ ƭŀōŜƭŜŘ ǿƛǘƘ ŀ ƳƛƴƛƳǳƳ ƻŦ ǘƘŜ ǇŀǘƛŜƴǘΩǎ ƴŀƳŜΦ ¢ƘŜ ƛŘŜƴǘƛŦƛŎŀǘƛƻƴ ƻƴ ǘƘŜ 

requisition must match the identification on the specimen.  
5. Be intact, in the proper container and not leaking.  
6. Be an appropriate specimen for the test requested. 
7. Not be more than 5 days old when received at DLI. 

If there are any problems that prevent testing of the specimen, the client will be contacted as 
soon as possible to resolve the issue.  
 
 

Specimens for HPV Panel: 

1. Swab (Flocked) – see instructions on page 19 
2. Liquid based pap smear solution – see instructions on page 19 
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Gastrointestinal Panel Information 

 
Gastrointestinal Panel 
The Gastrointestinal Panel detects molecular targets that identify the following: 
 
Clostridium difficile 
Clostridium difficile Toxin B gene 
Campylobacter jejuni 
Escherichia coli strain 0157 
Listeria monocytogenes 
Salmonella enterica 
Staphylococcus aureus 
Vibrio cholerae 
Vibrio parahaemolyticus 

 

Specimen requirements for Gastrointestinal Panel: 
The specimen should: 

1. Arrive in a biohazard specimen bag properly sealed.  
2. Be accompanied by a completed, legible DLI Laboratory Request.  
3. Have been transported to the lab according to transport instructions.  
4. Be labeled with a minimum of the patient’s name. The identification on the requisition 

must match the identification on the specimen.  
5. Be intact, in the proper container and not leaking.  
6. Be an appropriate specimen for the test requested. 
7. Not be more than 5 days old when received at DLI. 

If there are any problems that prevent testing of the specimen, the client will be contacted as 
soon as possible to resolve the issue.  
 
 

Specimen for Gastrointestinal Panel: 

1. Stool specimen transport procedureς see instructions on page 20 
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Nasal Swab collection & transport procedure 
 
The specimen should be collected using a Starplex swab kit containing a Standard Flocked swab 
and a blue top transport tube. Please read instructions thoroughly before collection. 
 

If the patient has nasal discharge, ask the patient to attempt to clear the discharge by 
“blowing” his/her nose into non-scented tissue paper. Do not try to clear the discharge with 
swabs, as this might be excessively traumatic. Assist children whenever necessary.  
 
1. Open the swab package and set the blue top transport tube in a vertical position. 

 
2. Remove the swab, being careful to prevent contamination.  

 
3. Carefully insert the swab into the patient’s nostril up to 2.5 cm (1 inch) from the edge of 

the nare. 
 

4. Roll the swab 5 times against the surface of the nare. Insert the same swab into the 
second nostril and roll the swab 5 times against the surface of the nare.  

 
5. Without contaminating the swab, place the swab in the blue top transport tube and roll 

the swab 5 times in the liquid in the bottom of the transport tube. 
 

6. Raise the swab about 1 inch above the level of the liquid and roll against the side of the 
tube to press any remaining liquid out of the swab.  
 

7. DISCARD THE SWAB, wipe any excess liquid from the threads of the transport tube and 
screw the top tightly on the transport tube. 
 

8. LabŜƭ ǘƘŜ ǘǊŀƴǎǇƻǊǘ ǘǳōŜ ǿƛǘƘ ǘƘŜ ǇŀǘƛŜƴǘΩǎ ŦƛǊǎǘ ŀƴŘ ƭŀǎǘ ƴŀƳŜ ŀƴŘ ŘŀǘŜ ƻŦ ŎƻƭƭŜŎǘƛƻƴΦ 
Completely fill out a DIATHERIX Laboratories requisition. 

 
9. Place the transport tube and absorbent gauze in the front of the biohazard bag and seal 

the bag. Place the completed requisition in the pocket in the back of the biohazard 
transport bag. Each biohazard bag must contain only one patient’s sample. 
 

10. The biohazard bag containing the blue top transport tube and requisition should be 
placed in a cardboard container. The container should be placed in a Clinical Pak 
envelope. The Clinical Pak envelope should be sealed and labeled with a FedEx address 
stamp and sent overnight to DIATHERIX Laboratories. 
 

11. The specimen cannot be over 5 days old when received at DLI. 
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Wound/Infection Swab collection & transport procedure  
 
The specimen should be collected using a Starplex swab kit containing a Standard Flocked swab 
and a blue top transport tube. Please read instructions thoroughly before collection. 

 
Wounds should be cleaned with sterile gauze and sterile saline to remove any ointment 
before the sample swab is collected. 

 
1. Open the swab package and set the blue top transport tube in a vertical position. 

 
2. Remove the swab, being careful to prevent contamination. 

 
3. Rub the swab on the area to be tested.  

 
4. Without contaminating the swab, place the swab in the blue top transport tube and roll 

the swab 5 times in the liquid in the bottom of the transport tube. 
 

5. Raise the swab about 1 inch above the level of the liquid and roll against the side of the 
tube to press any remaining liquid out of the swab.  
 

6. DISCARD THE SWAB, wipe any excess liquid from the threads of the transport tube and 
screw the top tightly on the transport tube. 

 
7. [ŀōŜƭ ǘƘŜ ǘǊŀƴǎǇƻǊǘ ǘǳōŜ ǿƛǘƘ ǘƘŜ ǇŀǘƛŜƴǘΩǎ ŦƛǊǎǘ ŀƴŘ ƭŀǎt name and date of collection. 

Completely fill out a DIATHERIX Laboratories requisition. 
 

8. Place the transport tube and absorbent gauze in the front of the biohazard bag and seal 
the bag. Place the completed requisition in the pocket in the back of the biohazard 
transport bag. Each biohazard bag must contain only one patient’s sample. 
 

9. The biohazard bag containing the blue top transport tube and requisition should be 
placed in a cardboard container. The container should be placed in a Clinical Pak 
envelope. The Clinical Pak envelope should be sealed and labeled with a FedEx address 
stamp and sent overnight to DIATHERIX Laboratories. 
 

10. The specimen cannot be over 5 days old when received at DLI. 
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Synovial Fluid, Urine & Blood Culture transport procedure 
 
The specimen must be sent in a blue top transport tube furnished by Diatherix 

 
1. Open the swab package, discard the Standard Flocked swab and open the blue top 

transport tube.  
 

2. Add approximately 3 to 4 ml of the synovial fluid, urine or blood culture to the blue top 
transport tube. Whole blood cannot be tested; specimen must be from a positive blood 
culture bottle.  
 

3. Wipe any excess liquid from the threads of the transport tube and screw the top tightly 
on the transport tube. 

 
4. Label the transport tube with ǘƘŜ ǇŀǘƛŜƴǘΩǎ ŦƛǊǎǘ ŀƴŘ ƭŀǎǘ ƴŀƳŜ ŀƴŘ ŘŀǘŜ ƻŦ ŎƻƭƭŜŎǘƛƻƴΦ   

 
5. Completely fill out a DIATHERIX Laboratories requisition. 

 
6. Place the transport tube and absorbent gauze in the front of the biohazard bag and seal 

the bag. Place the completed requisition in the pocket in the back of the biohazard 
transport bag. Each biohazard bag must contain only one patient’s sample. 

 
7. The biohazard bag containing the blue top transport tube and requisition should be 

placed in a cardboard container. The container should be placed in a Clinical Pak 
envelope.  
 

8. The Clinical Pak envelope should be sealed and labeled with a FedEx address stamp and 
sent overnight to DIATHERIX Laboratories. 
 

9. The specimen cannot be over 5 days old when received at DLI. 
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Nasopharyngeal Swab collection & transport procedure  
 
The specimen should be collected using a nasopharyngeal flocked swab and a blue top 
transport tube. Please read instructions thoroughly before collection. 
 

1. Open the swab package, discard the Standard Flocked swab and set the blue top 
transport tube in a vertical position. Ask the patient to cough twice if possible. 
 

2. Insert a nasopharyngeal swab through one nostril straight back (not upwards), along the 
floor of the nasal passage until reaching the posterior wall of the nasopharynx. The 
distance from the nose to the ear gives an estimate of the distance the swab should be 
inserted.  

 
3. Rotate the swab for a few seconds and then leave the swab in place for a few seconds. 

Slowly withdraw the swab with a rotating motion. 
 

4. Hold the transport tube in a vertical position and without contaminating the swab, place 
the swab in the blue top transport tube and roll the swab 5 times in the liquid in the 
bottom of the transport tube. 

 
5. Raise the swab about 1 inch above the level of the liquid and roll against the side of the 

tube to press any remaining liquid out of the swab.  
 

6. DISCARD THE SWAB, wipe any excess liquid from the threads of the transport tube and 
screw the top tightly on the transport tube. 

 
7. Label the transport tube with the patient’s first and last name and date of collection. 

Completely fill out a DIATHERIX Laboratories requisition. 
 

8. Place the blue top transport tube in the front of the biohazard transport bag with an 
absorbent gauze and seal the bag. Place the completed requisition in the pocket in the 
back of the biohazard transport bag. Each biohazard bag must contain only one patient’s 
sample. 
 

9. The biohazard bag containing the transport tube and requisition should be placed in a 
cardboard container. The container should be placed in a Clinical Pak envelope.   
 

10. The Clinical Pak should be sealed and labeled with a FedEx address stamp and sent 
overnight to DIATHERIX Laboratories.  
 

11. The specimen cannot be over 5 days old when received at DLI. 
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Nasopharyngeal Wash or Bronchial Aspirate transport procedure  
 

1. Collect the specimen (Nasopharyngeal Wash or Bronchial Aspirate) using standard 
protocol.  
 

2. Open the swab package, discard the Standard Flocked swab and open the blue top 
transport tube.  
 

3. Add approximately 3 to 4 ml of the Nasopharyngeal Wash or Bronchial Aspirate to the 
blue top transport tube. 

 
4. Wipe any excess liquid from the threads of the transport tube and screw the top tightly 

on the transport tube and invert a few times to mix the specimen and media. 
 

5. Label the transport tube with the patient’s first and last name and date of collection. 
Completely fill out a DIATHERIX Laboratories requisition. 

 
6. Place the blue top transport tube in the front of the biohazard transport bag with an 

absorbent gauze and seal the bag. Place the completed requisition in the pocket in the 
back of the biohazard transport bag. Each biohazard bag must contain only one patient’s 
sample.  
 

7. The biohazard bag containing the blue top transport tube  and requisition should be 
placed in a cardboard container. The container should be placed in a Clinical Pak 
envelope. 

 
8. The Clinical Pak envelope should be sealed and labeled with a FedEx address stamp and 

sent overnight to DIATHERIX Laboratories.  
 

9. The specimen cannot be over 5 days old when received at DLI. 
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Sputum specimen transport procedure  
 
The sputum specimen should be collected according to standard protocol. Please read the 
following transport instructions thoroughly. 
 

1. Open the blue top swab package, remove the Standard Flocked swab being careful not 
to contaminate it and set the blue top transport tube in a vertical position.  
 

2. Put the swab tip in the sputum specimen and move around in a mixing motion to expose 
the swab to as much sputum as possible. 
 

3. Remove the swab from the specimen. Hold the blue top transport tube in a vertical 
position and without contaminating the swab, place the swab in the transport tube and 
roll the swab 5 times in the liquid in the bottom of the transport tube.  

 
4. Raise the swab about 1 inch above the level of the liquid and roll against the side of the 

tube to press any remaining liquid out of the swab.  
 

5. DISCARD THE SWAB, wipe any excess liquid from the threads of the transport tube and 
screw the top tightly on the transport tube. 

 
6. Label the transport tube with the patient’s first and last name and date of collection. 

Completely fill out a DIATHERIX Laboratories requisition. 
 

7. Place the blue top transport tube in the front of the biohazard transport bag with an 
absorbent gauze and seal the bag. Place the completed requisition in the pocket in the 
back of the biohazard transport bag. Each biohazard bag must contain only one patient’s 
sample. 

 
8. The biohazard bag containing the transport tube and requisition should be placed in a 

cardboard container. The container should be placed in a Clinical Pak envelope.   
 

9. The Clinical Pak should be sealed and labeled with a FedEx address stamp and sent 
overnight to DIATHERIX Laboratories.  

 
10. The specimen cannot be over 5 days old when received at DLI. 
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Specimen collection and transport procedure for HPV Typing Panel 
 
SWAB:      

1. Open the swab package and set the blue top transport tube in a vertical position. 
 

2. Remove the Standard flocked swab, being careful to prevent contamination.  
 

3. The swab should be rolled against the surface to be tested (cervix or other). A urethral 
swab is furnished for collection of a specimen from a male. 

 
4. Hold the blue top transport tube in a vertical position. 

 
5. Without contaminating the swab, place the swab in the blue top transport tube and roll 

the swab 5 times in the liquid in the bottom of the transport tube. 
 

6. Raise the swab about 1 inch above the level of the liquid and roll against the side of the 
tube to press any remaining liquid out of the swab. 
 

7. DISCARD the swab; do not leave the swab in the tube. Wipe any excess liquid from the 
threads of the transport tube and screw the top tightly on the transport tube. 
 
[For a liquid based pap smear, pour the media from the blue top tube and add 
approximately 2 mls of the well mixed pap smear solution to the tube] 

 
8. Label the transport tube with the patient name or identifier. Complete a DIATHERIX 

Laboratories requisition with all the necessary information.  
 

9. Place the blue top transport tube and a cotton ball in the front of the biohazard bag and 
seal the bag. Place the completed requisition in the pocket in the back of the biohazard 
transport bag.  

 
10. The biohazard bag containing the blue top transport tube and requisition should be 

placed in a cardboard container. The container should be placed in a FedEx Clinical Pak 
envelope. The Clinical Pak envelope should be sealed and labeled with a FedEx address 
stamp (furnished by DIATHERIX) and sent overnight to DIATHERIX Laboratories. 
 

11. The specimen cannot be over 5 days old when received at DLI. 
 
. 
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Stool specimen transport procedure 
 

1) Collect stool specimen into a sterile container with no preservative. 
 

2) Open the swab package and set the blue top transport tube in a vertical position. 
 
3) Put the swab tip in the stool specimen and move around in a mixing motion to expose 

the swab to as much stool specimen as possible. 
 
4) Remove the swab from the specimen. Hold the blue top transport tube in a vertical 

position and without contaminating the swab, place the swab in the transport tube and 
roll the swab 5 times in the liquid in the bottom of the transport tube. 

 
5) DISCARD THE SWAB, wipe any excess liquid from the threads of the transport tube and 

screw the top tightly on the transport tube. 
 

6) Label the transport tube with the patient’s first and last name and date of collection. 
Completely fill out a DIATHERIX Laboratories requisition. 

 
7) Place the blue top transport tube in the front of the biohazard transport bag with an 

absorbent gauze and seal the bag. Place the completed requisition in the pocket in the 
back of the biohazard transport bag. Each biohazard bag must contain only one patient’s 
sample. 

 
8) The biohazard bag containing the transport tube and requisition should be placed in a 

cardboard container. The container should be placed in a Clinical Pak envelope.   
 

9) The Clinical Pak should be sealed and labeled with a FedEx address stamp and sent 
overnight to DIATHERIX Laboratories.  

 
10) The specimen cannot be over 5 days old when received at DLI. 
 


